[bookmark: library]Notes on N&K 1500

· [bookmark: _GoBack]Conduct a baseline check before using the machine.

· Do not touch the spectrophotometer.

· After selecting the default recipe, remember to select the 8-inch associate.

· Substrate size: 8-inch. 
· You must pass a test before operating the machine by yourself.
· You must register on MES before using the machine.


